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AS RECEIVED CERTIFICATE

IDATATRACE

SUBMITTED BY: Company X

SERIAL NUMBER: M3TxxxxXx
PART NUMBER: 127523-505

MODEL:  7500T1
FANGE: -20TO

+140 DEGREES C

INSTRUMENT TYPE: MPIIl - TEMP 1" TAPER TIP - THERMISTOR

RESULTS OF TEST

M3T xxxxx REFERENCE DIFFERENCE
READING ITS - 90
°C °C °C
-19.981 -19.938 -0.043
-9.962 -9.942 -0.020
0.011 0.024 -0.013
9.998 10.004 -0.006
19.981 19.994 -0.013
29.957 29.969 -0.012
39.973 39.975 -0.002
49.935 49.943 -0.008
59.918 59.923 -0.005
69.888 69.895 -0.007
79.918 79.920 -0.002
89.894 89.899 -0.005
99.890 99.894 -0.004
109.888 109.892 -0.004
120.871 120.875 -0.004
129.847 129.851 -0.004
139.863 139.869 -0.006

Uncertainty of Measurement = £ 0.025 °C




Data Set Number
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